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Software for Hiden Mass Spectrometers

Gas Analysis, Thermal Analysis and Residual Gas Analysis

Including application specific software packages for:
Quantitative gas analysis
Evolved gas analysis 7 TA-MS
UHV -TPD
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Quadrupole Mass Spectrometers for Advanced Science

MASsoft Control Software

[l MASsoft 7 - Professional edition. -
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Quadrupole Mass Spectrometers for Advanced Science

Mass Spectrometer z easy start
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A Pre set modes of operation, templates
and full control of mass spectrometers parameters
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Quadrupole Mass Spectrometers for Advanced Science

Trend Analysis

A Unlimited number of mass channels

A Full mass spectrometer control on a per channel basis
A Automatic mass peak selection from on board user editable library

A Quantitative analysis with user editable algorithms
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Quadrupole Mass Spectrometers for Advanced Science

Mass Spectrometer 7 mass scanning -1

A Histogram scanning mode
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A Extract trend analysis for any mass peak(s) within the scan
A New 4, 6 or 8 decade dynamic range scan
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Quadrupole Mass Spectrometers for Advanced Science

Mass Spectrometer 7z mass scanning

A Peak profile diagnostic mode
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A Optimised multistage analysis - configure different analysis for

different parts of the experiment
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Quadrupole Mass Spectrometers for Advanced Science

MS Control
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A Pre set modes of operation, templates and full control of mass
spectrometers parameters
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Quadrupole Mass Spectrometers for Advanced Science

MS Control
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Quadrupole Mass Spectrometers for Advanced Science

Mass Spectrometer Interface Unit
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A Ethernet TCP/IP ,USB and RS232 communication links

A 1/0 subsystem with:
A multi protocol RS485 links for external devices, mass flow controllers,
CO analyser, total pressure gauges for example
A 5 channel TTL for process control / automatic start - stop trigger
A Analogue inputs and analogue signal output options
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Quadrupole Mass Spectrometers for Advanced Science

Application specific software packages for:

Quantitative gas analysis
Evolved gas analysis 7 TA-MS
and UHV -TPD

A QGAZz Quantitative Gas Analysis

A EGAsoft z Evolved Gas Analysis
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